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Abstract
The impedance probe is a measurement device to measure plasma parameter like electron density.
It consists of one electrode connected to a network analyzer via a coaxial cable and is immersed into
a plasma. A bias potential superposed with an alternating potential is applied to the electrode and
the response of the plasma is measured. Its dynamical interaction with the plasma in electrostatic,
kinetic description can be modeled in an abstract notation based on functional analytic methods.
These methods provide the opportunity to derive a general solution, which is given as the response
function of the probe-plasma system. It is defined by the matrix elements of the resolvent of an
appropriate dynamical operator. Based on the general solution a residual damping for vanishing
pressure can be predicted and can only be explained by kinetic effects. Within this manuscript an
explicit response function of the spherical impedance probe is derived. Therefore, the resolvent is
determined by its algebraic representation based on an expansion in orthogonal basis functions.
This allows to compute an approximated response function and its corresponding spectra. These
spectra show additional damping due to kinetic effects and are in good agreement with former
kinetically determined spectra.
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I. INTRODUCTION
First investigations of the so called resonance probe (RP) go back to the year 1960 and
were done by Takayama, Ikegami, and Miyazaki [1]. They applied a negative bias potential
superposed with a small alternating potential at a planar disk electrode immersed into a
plasma and measured the current. Sweeping the frequency of the alternating potential,
they observed a resonance phenomenon close to the electron plasma frequency ωp. Further
theoretical and experimental works showed, that the resonance frequency ωr has to be below
the electron plasma frequency [2, 3].
In subsequent years the RP was intensively investigated, experimentally and theoretically.
Many researchers have made attempts at this task, especially at the resonance probe with
a spherical electrode [4–15]. The theoretical works of the cited papers have in common,
that the underlying models are based on an electrostatic approximation, but the plasma
description is of different complexity. They range from cold and warm fluid models to
kinetic descriptions.
An extensive kinetic analysis was done by Buckley [8]. He derived and solved an integral
equation of the alternating electric field to determine the impedance and the admittance as
response functions of the excited plasma. Calculated and measured spectra of the admittance
were in good agreement with measurements for certain moderate collision frequencies ν0
[10]. Beside the collisional damping the spectra showed also collisionles damping due to
kinetic effects, which was found to be dominant for ν0 ≤ 0.1ωp [11]. However, the physical
mechanism of the kinetic damping was not explained.
Several years later Morin and Balmain compared the kinetic admittances of Buckley
with admittances determined by a fluid model [16]. The resonance frequencies were in good
agreement for both: a continuous equilibrium density profile and a single step density profile.
A meaningful difference was observed in the half width of the resonance peaks due to kinetic
damping, but they also did not explain its physical mechanism.
Within the last decade the spherical RP gained new interest and is now called spherical
impedance probe (sIP). Two slightly different designs are proposed, analyzed, and charac-
terized [17, 18]. The sIP is also discussed in the context of industry compatible plasma
diagnostics [19], but is still not a standard tool in industry. One possible reason for that
might be the kinetic influence on the spectra, which is not fully understood, yet.
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It is also of interest to study generic features of such probes independently of any par-
ticular realization. Using methods of functional analysis, a general investigation of such
probes in electrostatic approximation is given in [20]. Based on the cold plasma model the
main result was that, for any possible probe design, the spectral response function could be
expressed as a matrix element of the resolvent of the dynamical operator.
A fully kinetic generalization of the study of [20], i.e., an abstract kinetic model of electro-
static resonance valid for all pressures is presented in [21]. It turned out that the main result
could directly be transferred. In particular, it still holds that, for any possible probe design,
the spectral response of the probe-plasma system can be expressed as a matrix element of
the resolvent of the dynamical operator. Furthermore, it was shown that the corresponding
resonances exhibit a residual damping in the limit of vanishing pressure which cannot be
explained by Ohmic dissipation but only by kinetic effects. The analysis of the abstract
model allowed to interpret this kinetic damping as loss of kinetic free energy F. The free
energy is produced by the probe, transported through the plasma to a large distance, where
the probe is unable to detect it. This loss of free energy is recorded in the spectrum of the
probe as damping.
Functional analytic methods are very useful to study generic features, but they can also
be applied to determine explicit spectra for a specific probe design. In spherical geometry it
is possible to solve the analytic solution of the fluiddynamical response, which was applied
to the idealized sIP and the multipole resonance probe, respectively [22]. In the kinetic
description an analytic solution is impossible, but an efficient algorithm can be derived to
determine an adequate approximation. Such an algorithm is applied to the parallel electrode
probe (PEP) [23], which is not used for real measurements. It is meant as a toymodel,
because it provides the simplest available geometry. The calculated spectra of the PEP
show kinetic damping as predicted by the general analysis.
However, the predicted kinetic damping from the general model in functional analytic
description is not verified for an existing probe design, yet. Within this manuscript we
focus on the idealized sIP and determine its approximated response function by means of
functional analytic methods. Therefore, we follow the approximation algorithm presented in
[23] and compare the spectra with the spectra of Buckley [11]. It will be shown, that both
are in good agreement: the spectra of the admittance and impedance.
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II. MODEL OF THE IDEALIZED SPHERICAL IMPEDANCE PROBE
As depicted in fig. 1 the idealized sIP consists of one spherical electrode E of radius R−d.
In a general case it can be surrounded by a dielectric D of thickness d. Applying an RF
voltage U at the electrode, the plasma will be dynamically disturbed in the surrounding of
the probe. Then P is called the disturbed plasma and V = P ∪ D the influence domain of
the probe. The former interface F between the perturbed and unperturbed plasma, which
was presented in the general model of APRS [21], is treated as a grounded spherical surface
at a large distance R∞ – theoretically in an infinite distance.
R
R − d
electrode (E)
plasma (P)
dielectric (D)
FIG. 1: Illustration of the idealized spherical impedance probe with the powered electrode E , the
dielectric D, and the perturbed plasma P. The radius of the electrode is R − d and the thickness
of the dielectric is d.
The dynamical behavior of the probe-plasma system in P can be described by the lin-
earized and normalized Boltzmann equation in electrostatic approximation. In the geometry
of the sIP the 6 dimensional distribution function reduces to 3 dimensions due to symmetry.
It depends on the radial distance r ∈ [R,R∞], the absolute value of the velocity v ∈ [0,∞),
and the projection angle χ ∈ [0, pi] of v to the r direction and is given by
∂g
∂t
+ v cos(χ)
(
∂g
∂r
− ∂Φ
∂r
)
+ ∂Φ¯
∂r
(
cos(χ)∂g
∂v
− sin(χ)
v
∂g
∂χ
)
− Uv cos(χ)∂ψ
∂r
= ν02
∫ pi
0
g sin(χ) dχ− ν0g . (1)
The perturbed distribution function g of the electrons is defined in P with homogeneous
boundary conditions at the surface of the probe g(R, v, χ, t) = 0 and the outer grounded
surface g(R∞, v, χ, t) = 0. Pure elastic collisions with a constant collision frequency ν0 are
taken into account between electrons and the neutral background.
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Φ is called inner potential. It is a linear functional of g and obeys Poisson’s equation
1
r2
∂
∂r
(
r2ε(r)∂Φ
∂r
)
=

0 r ∈ D
2pi
∫ pi
0
∫ ∞
0
w g sin(χ) dv dχ r ∈ P
(2)
with homogeneous boundary conditions Φ(R − d) = Φ(R∞) = 0. ε(r) is the dielectric
constant and defined as ε(r) = εD in D and ε(r) = 1 in P . In addition, w is a positive
weighting function. It is defined as the negative derivative of the equilibrium distribution
F () with respect to the total energy  = 12v
2 − Φ¯ in equilibrium. Assuming a Maxwellian
distribution, w is equal to
w(r, v) = 1
(2pi) 32
e−
v2
2 +Φ¯(r) (3)
where Φ¯ is the potential in equilibrium.
The radio frequent excitation of the probe is represented by the electrode function ψ(r).
It follows Laplace’s equation
1
r2
∂
∂r
(
r2
∂ψ(D/P)
∂r
)
= 0 (4)
and fulfills the boundary conditions ψ(D)(R − d) = 1 and ψ(D)(R∞) = 0 and the transi-
tion conditions ψ(P)(R) = ψ(D)(R) and ψ′ (P)(R) = εDψ′ (D)(R). The solutions are easily
determined
ψ(D)(r) = (d−R)(r(R∞(εD − 1)−RD) +RR∞)
rεD(d−R)(R∞ −R)− drR∞ , (5)
ψ(P)(r) = RεD(R− d)(r −R∞)
rεD(d−R)(R∞ −R)− drR∞ . (6)
III. INNER ADMITTANCE IN FUNCTIONAL ANALYTIC DESCRIPTION
Since the model of the idealized sIP is defined, the results of the general analysis presented
in [21] can be applied. Thus, the complete current I at the electrode is given by the sum of
the vacuum current ivac, which is present even without plasma, and the inner current iin:
I = ivac + iin = (Yvac + Y ) U = YIP U . (7)
The vacuum admittance Yvac is determined by the characteristic function ψ(r) and is defined
as
Yvac = −4piεD(R− d)2 iω ∂
∂r
ψ(D)
∣∣∣∣∣
r=R−d
. (8)
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iin can be written in a Hilbert space notation as
iin = 〈e| (iω − TV − TS)−1 e 〉U = Y U . (9)
The inner admittance Y is determined by the scalar product of the excitation and observation
vector e = v cos(χ) ∂
∂r
ψ and the resolvent of the dynamical operator TV + TS
Y = 〈e|(iω − TV − TS)−1e〉 . (10)
TV and TS are the Vlasov and the collision operator, respectively. They, applied to a
dynamical state vector g, are defined as follows:
TV g = v cos(χ)
(
∂Φ
∂r
− ∂g
∂r
)
+ ∂Φ¯
∂r
(
sin(χ)
v
∂g
∂χ
− cos(χ)∂g
∂v
)
, (11)
TSg =
ν0
2
∫ pi
0
g sin(χ) dχ− ν0g . (12)
Of particular importance in the functional analytic description is the scalar product, which
is used in (10). To allow for physical interpretations it has to be connected to the system
dynamics and is motivated by the kinetic free energy F. Generally, the scalar product of
two dynamical state vectors g′ and g is given by
〈g′|g〉 = 〈g′ | g〉P + 〈g′ | g〉V (13)
= 2
√
2pi
∫ R∞
R
∫ pi
0
∫ ∞
0
g′∗g n e−
v2
2 sin(χ)v2r2 dv dχ dr + 4pi
∫ R∞
R−d
ε
∂Φ′∗
∂r
∂Φ
∂r
r2 dr .
Based on this scalar product Y can be expanded by means of a complete orthonormal basis
{a} of the Hilbert space. Introducing the corresponding completeness relation twice into
equation (10) yields
Y =
∑
a′
〈e | a′〉∑
a
〈a′| (iω − TV − TS)−1 a〉 〈a | e〉 . (14)
This equates to a vector-matrix-vector multiplication which is determined by the algebraic
representation of the resolvent. The algebraic representation of the resolvent can be calcu-
lated by the inverse of the algebraic representation of iω − TV − TS [22].
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IV. EXPLICIT EXPANSION OF THE INNER ADMITTANCE
In the previous section the general expansion of Y is shown. Now, one can follow the
algorithm presented in [23] to determine an explicit expansion for the sIP with finite dimen-
sion
Y = eT · (iωI− TV − TS)−1 · e . (15)
The three matrices in (15) are: the identity matrix I, the collision matrix TS, and the Vlasov
matrix TV . e is the explicitly expanded excitation vector.
To determine the identity matrix, a complete orthonormal basis is needed. An appropriate
basis function in velocity space is given by
gκλv (v, χ) = pi
1
4Λλκ(v)P¯λ(cos(χ)) . (16)
λ ∈ N0 is the expansion index for the projection angle and κ ∈ N0 for the absolute value of
the velocity. P¯λ(cos(χ)) are the normalized Legendre polynomials, which are orthonormal
and complete on the interval χ ∈ [0, pi]
P¯λ(χ) =
√
2λ+ 1
2 Pλ(cos(χ)) . (17)
Λλκ(v) are based on the generalized Laguerre polynomials L
λ+ 12
κ
(
1
2v
2
)
. Due to the exponential
part in the weighting function w, they are an adequate choice on the interval v ∈ [0,∞].
They become the orthonormal functions Λλκ(v) with an additional factor
Λλκ(v) =
√√√√ κ!
Γ(κ+ λ+ 32)
(
v2
2
)λ
2
L
λ+ 12
κ
(
v2
2
)
. (18)
In physical space it is difficult to determine an orthogonal function due to the two different
parts of the scalar product. Therefore, the focus is placed on the first part 〈g′ | g〉P of (13).
An appropriate basis function can be defined as
gkr (r) =
sin
(
kpi r−R
R∞−R
)
√
2pi eΦ¯(r) (R∞ −R) r
(19)
with k ∈ N. It is orthonormal and complete on the interval [R,R∞] and fulfills the boundary
conditions gkr (R) = gkr (R∞) = 0. In summary,
gκλk (r, v, χ) = gkr (r)gκλv (v, χ) (20)
is an orthonormal and complete basis function based on the scalar product 〈g′ | g〉P .
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Indeed, this basis function is nether orthonormal nor complete based on the complete
scalar product (13). However, it can be used to determine a non-diagonal basis matrix B,
which can be diagonalized afterwords. To do so, the complete scalar product of two basis
functions has to be computed and thus the derivative of the inner potential is needed. It is
given by
∂Φλκk
∂r
= δκ0 δλ0
r2

A
(D)
k r ∈ D
A
(P)
k +
∫ r
R
r′′2 eΦ¯(r) gkr dr
′′ dr′ r ∈ P
. (21)
(δκ0 and δλ0 are Kronecker deltas. The derivation is presented in the Appendix A). Equation
(21) shows, that the inner potential Φλκk of a basis function is zero for all λ 6= 0 6= κ. The
same holds for the inner potential Φλ′κ′k′ if λ′ 6= 0 6= κ′. Thus, the second part of the scalar
product simplifies to
〈
gκ
′λ′
k′ | gκλk
〉
V = 4pi
∫ R∞
R−d
ε
∂Φλ′κ′k′
∂r
∂Φλκk
∂r
r2 dr δκ0δλ0δκ′0δλ′0 = B(00)kk′ (22)
and is not zero only if λ = λ′ = κ = κ′ = 0. This leads to two different results for the
complete scalar product of the basis functions
〈
g00k′ | g00k
〉
= B(00)kk′ + δkk′ , (23)〈
gκ
′λ′
k′ | gκλk
〉
= δkk′δκκ′δλλ′ . (24)
These expressions are the elements of the basis matrix B, which is a block diagonal matrix. It
is almost diagonal. The only non-diagonal block is the first block B(00) with the elements in
equation (23). This block can be diagonalized with a rotation matrix C to find the diagonal
matrix D(00) = C B(00) CT . Multiplying this diagonalized matrix with its inverse leads to the
identity matrix I(00) = D(00) D(00)−1. Then, B turns into a pure identity matrix I.
Applying the collision operator to the basis function and computing the scalar product
leads to the matrix elements of the collision matrix TS
〈gκ′λ′k′ |TSgκλk 〉 = 〈gκ
′λ′
k′ |TSgκλk 〉P = ν0 (δλ0 δ0λ′ − δλλ′) δκκ′ . (25)
TS is a diagonal matrix with zero elements on the main diagonal if λ = λ′ = 0. Due to that,
no diagonalization is needed.
The computation of the Vlasov matrix TV is more complicated. Its elements are
determined by the scalar product between the basis functions and the Vlasov operator
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〈gκ′λ′k′ |TV gκλk 〉. As shown in [23], TV is an anti-symmetric block matrix. Due to that only
two inner block matrices with the indices κ = κ′ = λ = 0, λ′ = 1 and κ = κ′ = λ′ = 0,
λ = 1 have to be multiplied with the rotation matrices C or CT to get the correct expanded
Vlasov matrix. Detailed calculations to the Vlasov matrix can be found in the appendix B.
Finally, the excitation vector e has to be determined. Its elements are defined by〈
gκ
′λ′
k′ | e
〉
= 4pi
∫ R∞
R
r2 eΦ¯(r) gk
′
r
∂ψ
∂r
dr δλ′1 δκ′0 = ek′ δλ′1 δκ′0 . (26)
Obviously, e has non-vanishing elements only for κ′ = 0 and λ′ = 1 and is given by
e =
(
0 , D(00)−
1
2 C ek′ , 0 , . . .
)T
. (27)
Since all matrices and the excitation vector in equation (15) are defined, the explicit expan-
sion of the admittance can be calculated to compute different spectra of the sIP.
V. SPECTRA OF THE SPHERICAL IMPEDANCE PROBE
Within the last section an explicit expansion of the inner admittance of the idealized sIP
is derived and can be used to compute approximated spectra. To compare the first calculated
kinetic spectra based on functional analytic methods for a real probe design all parameters
are taken from Buckley [11]. His spectra are calculated for a sIP without dielectric (d = 0,
εD = 1) and a probe radius of R = 5.15λD. He used the equilibrium potential Φ¯(r) of
a spherical electrode in a plasma presented by Bernstein and Rabinowitz [24]. Buckley
varied the collision frequency ν0 ∈ {0.05, 0.15, 0.25, 0.4}ωp and normalized the admittance
to 4piε0ωpR. The distance to the outer grounded surface is chosen to be R∞ = 150λD, where
also the plasma frequency is nomalized to ωp.
In fig. 2 (left) the real part of the admittance YIP is depicted for the maximum expansion
indices in velocity space κmax = λmax = 25 and a maximum expansion index kmax = 500 in
physical space. All spectra are almost converged and in good agreement with the spectra
of Buckley, but the resonance frequencies and the half widths are not identical. Buckley’s
resonance frequencies increase from ωsrB = 0.59ωp to ωsrB = 0.62ωp by increasing the
collision frequency. The resonance frequencies calculated in this manuscript also increase
ωsr ∈ {0.557, 0.572, 0.584, 0.598}ωp, but are smaller than Buckley’s. The half width ∆ωsr
from the functional analytic calculations is broader and increases less than Buckley’s as
shown in fig. 2 (right).
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FIG. 2: Normalized real part of the admittance (left) of the sIP for κmax = λmax = 25, kmax = 500
and different collision frequencies ν0ω−1p : 0.05 (dotted), 0.15 (dot-dashed), 0.25 (dashed), and
0.4 (bold). Half width of the admittance spectra (right) from Buckley (dots) and functional analytic
calculation (squares) and the collision frequency (diamonds).
Another resonance behavior can be observed in the spectra of the impedance ZIP = Y −1IP ,
which are shown in fig. 3 (left). A clear resonance close to – but smaller than – the plasma
frequency appears. Its frequency decreases with the increase of the collision frequency
(ωpr ∈ {0.989, 0.961, 0.934, 0.884}ωp). These resonance frequencies are larger than Buck-
ley’s, which decrease from ωprB = 0.9ωp to ωprB = 0.8ωp. The half widths in the impedance
spectra increase by increasing the collision frequency (see fig. 3 (right)). Thus, the behavior
is identical to Buckley’s results, but the half widths are smaller. The half width for the
largest collision frequency could not be determined, due to the strong damping.
0.2 0.4 0.6 0.8 1.0
ωωp
1
2
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FIG. 3: Normalized real part of the impedance (left) of the sIP for κmax = λmax = 25, kmax = 500
and different collision frequencies ν0ω−1p : 0.05 (dotted), 0.15 (dot-dashed), 0.25 (dashed), and
0.4 (bold). Half width of the admittance spectra (right) from Buckley (dots) and functional analytic
calculation (squares) and the collision frequency (diamonds).
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The half widths in the spectra represent the damping of the probe-plasma system. In both
cases – admittance and impedance – they are larger than determined by fluid models, which
is caused by kinetic effects. Assuming ∆ω = ν0+νkin, the kinetic damping can be determined.
In the spectra of the admittance it is about νsr,kin ∈ {0.283, 0.336, 0.353, 0.343}ωp and in
the spectra of the impedance about νpr,kin ∈ {0.074, 0.132, 0.206}ωp.
VI. CONCLUSION
Within this manuscript a kinetic model of the spherical impedance probe is presented.
Its dynamical interaction with the plasma is given by the inner admittance of the probe-
plasma system, which is determined by the resolvent of the dynamical operator TV + TS.
The expanded inner admittance of the sIP is derived by means of a complete basis in its
particular geometry. This leads to the matrix representation of the dynamical operator.
The truncation of the expansion allows to approximate the inner admittance and thus to
analyze the kinetic damping within its spectra.
To compare the approximated spectra of the functional analytic approach, the parameters
in the calculations are taken from Buckley [11]. The spectra for the four different collision
frequencies ν0 ∈ {0.05, 0.15, 0.25, 0.4}ωp are in good agreement in the position and in the
height of the peaks. The resonance frequencies and the half widths are not identical, which
is probably due to the different collision terms. Within this manuscript the collision term
for pure elastic collisions between electrons and neutral atoms is used, which is based on a
more physically reasonable derivation than the simple relaxation term used by Buckley.
Besides the admittance spectra also impedance spectra are shown, where a clear resonance
smaller than the plasma frequency can be observed. Compared to Buckley, the resonance
frequencies differ slightly, but the half widths and thus the heights of the peaks differ more,
which can also be explained by the different collision terms.
All spectra show larger half widths as spectra which would be calculated by a fluid model.
This additional damping is caused by kinetic effects. Due to the scalar product (13), which
is motivated by the kinetic free energy F, the kinetic loss mechanism can be interpreted: the
probe produces kinetic free energy, which is transported through the plasma and escapes at
a large distance of the probe, where the probe can not detect it anymore [21]. This loss of
kinetic free energy is recorded in the spectrum of the probe as damping.
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An additional loss of kinetic free energy is present in the collision process itself. The
collision term in the linearized Boltzmann equation (1) drives the perturbed distribution
function to an isotropic one. This means to lose information about the velocity direction.
Information loss is equal to an increase of the kinetic entropy S and thus, a decrease of the
kinetic free energy F = U−S, where U is the total energy.
In summary it is shown that the approximated spectra based on the functional analytic
approach are in good agreement with former determined spectra of Buckley. They show
kinetic damping which can be explained by loss of kinetic free energy. This loss of kinetic
free energy is recorded by the probe as damping. On one hand it is caused by the increase
of the kinetic entropy due to elastic collisions and on the other hand by the escaped free
energy to an unobservable distance to the probe. The latter is connected to the collisionless
damping.
Of course, electron depletion caused by a probe, which is immersed into a plasma, has to
be taken into account in the investigations of APRS probes as stated in a recent published
paper [25]. First work in that direction was already done: Bernstein and Rabinowitz [24]
derived the potential of a spherical electrode surrounded by plasma, which was used by
Buckley [8] as equilibrium potential. Morin and Balmain [16] compared Buckley’s results
with a warm fluid model, where the resonance frequencies were in good agreement. Within
their calculations, they used a continuous electron density profile in equilibrium including
electron depletion from Allen et al. [26]. Furthermore, they compared their results with a
simplified model including a single step electron density profile and observed just a small dif-
ference in the resonance frequency. Thus, a few works about the influence of the equilibrium
density profile in the surrounding of a spherical probe were presented and the resonance
frequencies are comparable.
However, the author will focus on detailed investigations of the influence of pressure and
temperature dependent equilibrium density profiles on the spectra of APRS probes. This is
necessary on one hand to demonstrate the correctness of APRS measurements and on the
other hand to derive a relation between the half width of resonance peaks in admittance
spectra and the electron temperature.
12
Appendix A: Potential of a basis function
Entering the basis function (20) into Poisson’s equation (2) the integrals over the velocity
space can be solved which yields
1
r2
∂
∂r
(
r2
∂Φλκk
∂r
)
= δκ0δλ0

0 r ∈ D
eΦ¯(r) gkr (r) r ∈ P
. (A1)
The potentials for the different regions (plasma P and dielectric D) can be solved by
integration and using the boundary conditions Φ(P)k (R∞) = 0 and Φ
(D)
k (R− d) = 0:
Φ(P)kκλ(r) = A
(P)
k
( 1
R∞
− 1
r
)
δκ0 δλ0
+
∫ r
R
1
r′2
∫ r′
R
r′′2 eΦ¯(r) gkr dr
′′ dr′ δκ0 δλ0 (A2)
−
∫ R∞
R
1
r′2
∫ r′
R
r′′2 eΦ¯(r) gkr dr
′′ dr′ δκ0 δλ0 ,
Φ(D)kκλ(r) = A
(D)
k
( 1
R− d −
1
r
)
δκ0 δλ0 . (A3)
The constants A(P)k and A
(D)
k are determined by the transition conditions
Φ(D)k (R) = Φ
(P)
k (R) , (A4)
εD
∂Φ(D)k
∂r
∣∣∣∣∣∣
R
= ∂Φ
(P)
k
∂r
∣∣∣∣∣∣
R
. (A5)
In the scalar product the derivative of the potential is needed and can be written as
∂Φλκk
∂r
= δκ0 δλ0
r2

A
(D)
k r ∈ D
A
(P)
k +
∫ r
R
r′′2 eΦ¯(r) gkr dr
′′ dr′ r ∈ P
. (A6)
Appendix B: Matrix elements of the Vlasov-Operator
The Vlasov operator is defined in (11). Applied to the basis function gκνk yields
TV gκνk =v cos(χ)
(
∂Φ
∂r
− ∂g
κν
k
∂r
)
+ ∂Φ¯
∂r
(
sin(χ)
v
∂gκνk
∂χ
− cos(χ)∂g
κν
k
∂v
)
. (B1)
In the scalar product the derivative of the potential Φ(TV ) is needed, which is meant as the
potential produced by the Vlasov operator applied to the basis function. In [23] is shown
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that this derivative is given by the electron particle flux within the plasma P and vanishes
within the dielectric D. In the geometry of the sIP one finds
∂Φ(TV )k
∂r
= − 1√
2pi
gkr e
Φ¯(r)
∫ pi
0
∫ ∞
0
e−
v2
2 gκλv v
3 sin(χ) cos(χ) dv dχ . (B2)
Due to that, the elements of the Vlasov matrix are given by
〈gκ′λ′k′ |TV |gκλk 〉 =
1√
2pi
∫ pi
0
∫ ∞
0
e−
v2
2 gκ
′λ′
v
(
sin(χ) ∂g
κλ
v
∂χ
− v cos(χ) ∂g
κλ
v
∂v
)
v sin(χ) dv dχV(1)kk′
+ 1√
2pi
∫ pi
0
∫ ∞
0
e−
v2
2 gκ
′λ′
v g
κλ
v v
3 sin(χ) cos(χ) dv dχV(2)kk′
+ 1√
2pi
∫ pi
0
∫ ∞
0
e−
v2
2 gκ
′λ′
v
∂gκλv
∂χ
v3 sin2(χ) dv dχV(3)kk′
+ 1√
2pi
∫ pi
0
∫ ∞
0
e−
v2
2 gκ
′λ′
v v
3 sin(χ) cos(χ) dv dχV(4)kk′
+ 1√
2pi
∫ pi
0
∫ ∞
0
e−
v2
2 gκλv v
3 sin(χ) cos(χ) dv dχV(5)kk′ (B3)
with
V(1)kk′ = 4pi
∫ R∞
R
r2 gk
′
r
∂eΦ¯(r)
∂r
gkr dr , (B4)
V(2)kk′ = −4pi
∫ R∞
R
r2 gk
′
r e
Φ¯(r)∂g
k
r
∂r
dr , (B5)
V(3)kk′ = 4pi
∫ R∞
R
r gk
′
r e
Φ¯(r) gkr dr , (B6)
V(4)kk′ = 4pi
∫ R∞
R
r2 gk
′
r e
Φ¯(r) ∂Φ
(P)
kκλ
∂r
dr , (B7)
V(5)kk′ = −4pi
∫ R∞
R
r2
∂Φ(P)k′κ′λ′
∂r
eΦ¯(r) gkr dr . (B8)
The integrals over the velocity space in (B3) can be solved analytically, but lead to long
expressions. The integrals over the physical space in equations (B4) to (B8) have usually to
be solved numerically, depending on the equilibrium potential Φ¯(r).
The final Vlasov matrix TV is an anti-symmetric block matrix, where the inner blocks are
given by the matrices of the physical space V(i) over the indices k and k′. Due to the anti-
symmetry, only the block matrices at the positions with the indices κ = κ′ = λ = 0, λ′ = 1
and κ = κ′ = λ′ = 0, λ = 1 have to be corrected for the complete orthonormal expansion.
The correct block matrices at these positions are D(00)−1/2 C V(i) for κ = κ′ = λ = 0, λ′ = 1
14
and V(i) CT D(00)−1/2 for κ = κ′ = λ′ = 0, λ = 1. After this correction the complete Vlasov
matrix can be computed as
TV =
5∑
i=1
T(i)V . (B9)
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